Lymphangioma is a congenital malformation of lymphatic system and often involves the oral cavity. When lymphangioma is located on the mouth floor and enlarges, it can compress the airway and make intubation difficult. The GlideScope Ⓡ video laryngoscope is sometimes used in routine intubation, but is most commonly used in difficult or failed intubation.
INTRODUCTION
When there is a mass such as a congenital anomaly or lymphangioma in the oral cavity of a pediatric patient, the airway can be compressed and intubation can be difficult.
GlideScope
Ⓡ video laryngoscope (Verathon, Bothell. WA, USA) is a laryngoscope with a micro-video camera and a 7-inch display monitor. It can be used in conventional intubation, but is most commonly used when larynx exposure is difficult as in situations when there is a cervical spine motion restriction or difficulty with mouth opening.
Conventional endotracheal intubation methods can be difficult with a mass present in the oral cavity. We have successfully used a GlideScope Ⓡ and a rigid stylet to perform endotracheal intubation in a pediatric patient with a mass at the tongue base that had made mask ventilation and tracheal intubation difficult.
CASE REPORT
A 12 months-old female infant (78 cm in height, 10 kg in weight) presented to the hospital with a chief complaint of left mouth floor swelling. She was born with a mass at the tongue base but had not received treatment. The mass grew progressively, causing the neck to swell recently. The patient was therefore brought to the hospital for excision surgery of the mass. She had no significant past medical history. CT scan showed a cystic mass, 50.04 × 45.69 mm in size, at the floor of the mouth on the left side, with invasion of the right side of the tongue base (Fig. 1) . The esophagus was deviated to the right and the trachea appeared compressed. However, even after insertion of the oral airway and attempted ventilation, insufficient ventilation due to the mass that took up 2/3 of the oral space and airway obstruction caused by the large tongue led to arterial oxygen saturation dropping below 30% and a decrease in heart rate to 50 beats/min. After several attempts, the patient was successfully ventilated and arterial oxygen saturation was normalized.
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Following sufficient preoxygenation, the GlideScope Ⓡ was gently inserted between the teeth at the midline and was advanced in the direction of the vallecula. However, because of the mass at the tongue base, it was difficult to expose the vocal cord and with Cormack-Lehane grade II classification established.
Tracheal intubation was first attempted by matching an endotracheal tube angulation to a GlideScope Ⓡ curve using a commercialized plastic coated malleable metal stylet.
However, we could not approach the laryngeal opening because the stylet could not withstand the strength and was bent, due to the limited oral cavity space and the wide angle between the GlideScope Ⓡ and the laryngeal opening.
After two failed tries, an ID 3.5 mm endotracheal tube with a tracheal balloon was inserted using an OD 2.8 mm non-malleable metal stylet, which was prepared beforehand ( One further option is available for difficult intubation in children using the GlideScope Ⓡ . It is known that twisting the stylet into a spiral or a cork-screw shape and rotating it while intubation makes it simpler [3] . Although this ma-neuver can overcome the difficult angulation, the tracheal tube has to be rotated 180 o . Therefore, risk of airway injury cannot be excluded. In one case, intubation was achieved using a maneuver, in which endotracheal tube with a sharply curved malleable stylet was inserted through the glottis, and then rotated 180 o to permit passage down the trachea [4] .
Even when the GlideScope Ⓡ glottis view is good, intractable impingement at the anterior tracheal wall can make tracheal intubation difficult and having the stylet angulation as 90 o rather than 60 o allows intubation to be done much faster and easier [2] . Bonefils fiberscope can also be used, particularly when the intraoral space is too confined [5] .
According to Cooper et al. [6] When using a GlideScope Ⓡ for tracheal intubation in pediatrics, it is recommended that a malleable metal stylet be used to prevent trachea or tissue trauma. However, a small and narrow oral cavity, a large tongue, or especially a mass in the mouth can make it difficult to manipulate the laryngoscope and ETT into the oral cavity. As in the case presented, a non-malleable metal stylet for tube manipulation may be necessary.
